Semi-automated micro-scale extraction apparatus for assay of free fatty acids in plasma.
We describe the use of a semi-automated micro-scale extraction apparatus as applied to the assay of free fatty acids in plasma. With it, a smaller plasma sample is required, disposable glassware can replace acid-washed glassware, and the number of samples that one technican can assay per day is increased fivefold. Theroretically, this apparatus can be applied to all assay procedures requiring one or more extraction steps.